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Federal Communications Commission § 95.1113 

§ 95.1105 Eligibility. 

Authorized health care providers are 
authorized by rule to operate transmit-
ters in the Wireless Medical Telemetry 
Service without an individual license 
issued by the Commission provided the 
coordination requirements in § 95.1111 
have been met. Manufacturers of wire-
less medical telemetry devices and 
their representatives are authorized to 
operated wireless medical telemetry 
transmitters in this service solely for 
the purpose of demonstrating such 
equipment to, or installing and main-
taining such equipment for, duly au-
thorized health care providers. No enti-
ty that is a foreign government or 
which is active in the capacity as a 
representative of a foreign government 
is eligible to operate a WMTS trans-
mitter. 

§ 95.1107 Authorized locations. 

The operation of a wireless medical 
telemetry transmitter under this part 
is authorized anywhere within a health 
care facility provided the facility is lo-
cated anywhere a CB station operation 
is permitted under § 95.405. This author-
ity does not extend to mobile vehicles, 
such as ambulances, even if those vehi-
cles are associated with a health care 
facility. 

§ 95.1109 Equipment authorization re-
quirement. 

(a) Wireless medical telemetry de-
vices operating under this part must be 
authorized under the certification pro-
cedure prior to marketing or use in ac-
cordance with the provisions of part 2, 
subpart J of this chapter. 

(b) Each device shall be labeled with 
the following statement: 

Operation of this equipment requires 
the prior coordination with a frequency 
coordinator designated by the FCC for 
the Wireless Medical Telemetry Serv-
ice. 

§ 95.1111 Frequency coordination. 
(a) Prior to operation, authorized 

health care providers who desire to use 
wireless medical telemetry devices 
must register all devices with a des-
ignated frequency coordinator. The 
registration must include the following 
information: 

(1) Specific frequencies or frequency 
range(s) used; 

(2) Modulation scheme used (includ-
ing occupied bandwidth); 

(3) Effective radiated power; 
(4) Number of transmitters in use at 

the health care facility as of the date 
of registration including manufacturer 
name(s) and model numbers); 

(5) Legal name of the authorized 
health care provider; 

(6) Location of transmitter (coordi-
nates, street address, building); 

(7) Point of contact for the author-
ized health care provider (name, title, 
office, phone number, fax number, e- 
mail address). 

(b) An authorized health care pro-
vider shall notify the frequency coordi-
nator whenever a medical telemetry 
device is permanently taken out of 
service, unless the device is replaced 
with another transmitter utilizing the 
same technical characteristics as those 
reported on the effective registration. 
An authorized health care provider 
shall maintain the information con-
tained in each registration current in 
all material respects, and shall notify 
the frequency coordinator when any 
change is made in the location or oper-
ating parameters previously reported 
which is material. 

§ 95.1113 Frequency coordinator. 

(a) The Commission will designate a 
frequency coordinator(s) to manage the 
usage of the frequency bands for the 
operation of medical telemetry devices. 

(b) The frequency coordinator shall 
(1) Review and process coordination 

requests submitted by authorized 
health care providers as required in 
§ 95.1111; 

(2) Maintain a database of WMTS use; 
(3) Notify users of potential conflicts; 

and 
(4) Coordinate WMTS operation with 

radio astronomy observatories and 
Federal Government radar systems as 
specified in §§ 95.1119 and 95.1121. 

(5) Notify licensees—who are oper-
ating in accordance with § 90.259(b)—of 
the need to comply with the field 
strength limit of § 90.259(b)(11) prior to 
initial activation of WMTS equipment 
in the 1427–1432 MHz band. 
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(6) Notify licensees—who are oper-
ating in 1392–1395 MHz band in accord-
ance with subpart I of part 27—of the 
need to comply with the field strength 
limit of § 27.804 prior to initial activa-
tion of WMTS equipment in the 1395– 
1400 MHz band. 

[65 FR 44008, July 17, 2000, as amended at 67 
FR 41682, June 20, 2002] 

§ 95.1115 General technical require-
ments. 

(a) Field strength limits. (1) In the 608– 
614 MHz band, the maximum allowable 
field strength is 200 mV/m, as measured 
at a distance of 3 meters, using meas-
uring instrumentation with a CISPR 
quasi-peak detector. 

(2) In the 1395–1400 MHz and 1427– 
1429.5 MHz bands, the maximum allow-
able field strength is 740 mV/m, as 
measured at a distance of 3 meters, 
using measuring equipment with an 
averaging detector and a 1 MHz meas-
urement bandwidth. 

(b) Undesired emissions. (1) Out-of- 
band emissions below 960 MHz are lim-
ited to 200 microvolts/meter, as meas-
ured at a distance of 3 meters, using 
measuring instrumentation with a 
CISPR quasi-peak detector. 

(2) Out-of-band emissions above 960 
MHz are limited to 500 microvolts/ 
meter as measured at a distance of 3 
meters, using measuring equipment 
with an averaging detector and a 1 MHz 
measurement bandwidth. 

(c) Emission types. A wireless medical 
telemetry device may transmit any 
emission type appropriate for commu-
nications in this service, except for 
video and voice. Waveforms such as 
electrocardiograms (ECGs) are not con-
sidered video. 

(d) Channel use. (1) In the 1395–1400 
MHz and 1427–1429.5 MHz bands, no spe-
cific channels are specified. Wireless 
medical telemetry devices may operate 
on any channel within the bands au-
thorized for wireless medical telemetry 
use in this part. 

(2) In the 608–614 MHz band, wireless 
medical telemetry devices utilizing 
broadband technologies such as spread 
spectrum shall be capable of operating 
within one or more of the following 
channels of 1.5 MHz each, up to a max-
imum of 6 MHz, and shall operate on 
the minimum number of channels nec-

essary to avoid harmful interference to 
any other wireless medical telemetry 
devices. 
608.0–609.5 MHz 
609.5–611.0 MHz 
611.0–612.5 MHz 
612.5–614.0 MHz 

(3) Channel usage is on a co-primary 
shared basis only, and channels will 
not be assigned for the exclusive use of 
any entity. 

(4) Authorized health care providers, 
in conjunction with the equipment 
manufacturers, must cooperate in the 
selection and use of frequencies in 
order to reduce the potential for inter-
ference with other wireless medical te-
lemetry devices, or other co-primary 
users. Operations in the 608–614 MHz 
band (television channel 37) are not 
protected from adjacent band inter-
ference from broadcast television oper-
ating on channels 36 and 38. 

(e) Frequency stability. Manufacturers 
of wireless medical telemetry devices 
are responsible for ensuring frequency 
stability such that an emission is 
maintained within the band of oper-
ation under all of the manufacturer’s 
specified conditions. 

[65 FR 44008, July 17, 2000, as amended at 67 
FR 6194, Feb. 11, 2002; 68 FR 68547, Dec. 9, 
2003] 

§ 95.1117 Types of communications. 
(a) All types of communications ex-

cept voice and video are permitted, on 
both a unidirectional and bidirectional 
basis, provided that all such commu-
nications are related to the provision 
of medical care. Waveforms such as 
electrocardiograms (ECGs) are not con-
sidered video. 

(b) Operations that comply with the 
requirements of this part may be con-
ducted under manual or automatic con-
trol, and on a continuous basis. 

§ 95.1119 Specific requirements for 
wireless medical telemetry devices 
operating in the 608–614 MHz band. 

For a wireless medical telemetry de-
vice operating within the frequency 
range 608–614 MHz and that will be lo-
cated near the radio astronomy observ-
atories listed below, operation is not 
permitted until a WMTS frequency co-
ordinator specified in § 95.1113 has co-
ordinated with, and obtain the written 
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